[A denoising method of epicardial potential mapping signals based on ICA].
A new denoising method is presented in the paper, based on the independent component analysis(ICA) and the noise independent component selection measurement which is the dispersivity of the independent component's projection coefficients to each electrode. The results indicate that the method can denoise EPM signals with giving prominence to electrodes' true depolarization signals. So it' s fit well for the EPM system.